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Abstract 

Measurements of the frequency shift versus distance in noncontact atomic force microscopy (NC-AFM) allow measurements of the 
force gradient between the oscillating tip and a surface (force-spectroscopy measurements). When nonconservative forces act 
between the tip apex and the surface the oscillation amplitude is damped. The dissipation is caused by bistabilities in the potential 
energy surface of the tip-sample system, and the process can be understood as a hysteresis of forces between approach and retrac- 
tion of the tip. In this paper, we present the direct measurement of the whole hysteresis loop in force-spectroscopy curves at 77 K 
on the PTCDA/Ag/Si(l 1 1) V3 x V3 surface by means of a tuning-fork-based NC-AFM with an oscillation amplitude smaller than 
the distance range of the hysteresis loop. The hysteresis effect is caused by the making and breaking of a bond between PTCDA 
molecules on the surface and a PTCDA molecule at the tip. The corresponding energy loss was determined to be 0.57 eV by evalua- 
tion of the force-distance curves upon approach and retraction. Furthermore, a second dissipation process was identified through 
the damping of the oscillation while the molecule on the tip is in contact with the surface. This dissipation process occurs mainly 
during the retraction of the tip. It reaches a maximum value of about 0.22 eV/cycle. 



Introduction 

Noncontact atomic force microscopy (NC-AFM) is a powerful 
tool for the study of surface properties. The invention of the 
frequency-modulation mode (FM) [1] has made it possible to 
achieve true atomic resolution [2] with a NC-AFM. In this 
mode the distance between the sample and the tip is adjusted by 



maintaining the frequency shift of the cantilever at a constant 
value while scanning the sample. During operation the oscilla- 
tion amplitude is kept constant by a second control loop. The 
amplitude control loop provides valuable information on 
nonconservative interactions between the tip apex and the 
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sample, which cause damping of the oscillation amplitude [3]. 
The excitation energy needed to keep the oscillation amplitude 
constant is directly related to the dissipation. 

While the mechanisms of topographic imaging are well under- 
stood [4], the dissipation processes on the atomic scale need to 
be investigated. In general, dissipation can be understood as a 
hysteresis of forces between approach and retraction of the tip 
[5,6]. The hysteresis is caused by bistabilities in the potential 
energy surface of the tip-sample system. Experiments and 
calculations [7,8] show that dissipation on the atomic level orig- 
inates from the adhesion or displacement of single atoms caused 
by strong interaction between the sample and the tip apex. 

Simulations for an MgO tip and a MgO surface by L. N. 
Kantorovich and T. Trevethan [6] showed that the width of such 
a hysteresis, which may be observed experimentally, depends 
on the temperature. Due to thermal excitation the width reduces 
to 1 A at 100 K and to 0.1 A at room temperature. The develop- 
ment of NC-AFM instruments that operate at low temperatures 
and with small amplitudes should enable a direct evaluation of 
such a hysteresis by analysis of the differences between the 
force-distance curves during approach and retraction. 

In this paper, we report the measurement of hysteresis in force- 
spectroscopy curves at 77 K with a home-built low-temperature 
tuning-fork-based AFM (LT-TF-AFM) [9]. When a conductive 
sample is used, scanning tunneling microscopy (STM) and 
FM-AFM measurements may be combined. The use of a tuning 
fork as a sensor allows an oscillation amplitude in the 



subnanometer regime to be used, due to its large spring constant 
of about 9000 N/m. 

The force-spectroscopy measurements were performed on 
the organic molecule 3,4,9, 10-perylene-tetracarboxylic- 
dianhydride (PTCDA) grown on a Ag/Si(lll) V3 x V3 surface. 
PTCDA has been extensively studied as a candidate for organic 
devices [10-15] and its adsorption geometry and binding mech- 
anism is well-known on several surfaces. Furthermore the elec- 
tronic structure and growth of PTCDA on the Ag/Si(lll) 
V3 x a/3 surface is well understood [10,16,17]. In the submono- 
layer range the PTCDA molecules grow on the Ag/Si(lll) 
V3 x a/3 surface in three different phases, namely the herring- 
bone, square and hexagonal phases. 

Results and Discussion 

Figure la shows an STM 250 nm x 250 nm overview scan of 
the PTCDA/Ag/Si(lll) V3 x V3 surface after the deposition 
of -0.3 ML PTCDA. The PTCDA molecules grow from step 
edges or between steps and form single- or double-layer islands. 
The PTCDA islands can be clearly distinguished from the 
Ag/Si(lll) V3 x a/3 surface by the simultaneously recorded 
frequency- shift (AFM) image (Figure lb). The frequency shifts 
on the PTCDA islands and Ag/Si(lll) V3 x a/3 surface are 
about -1 Hz and -2 Hz, respectively. This means that for a 
given tunneling current the attractive forces are stronger on the 
Ag/Si(l 1 1) V3 x a/3 surface than on the PTCDA islands. 

Prior to the force-spectroscopy measurements the tungsten tip 
was prepared by making "soft contact" between the tip and a 




Figure 1 : (a) STM image of the PTCDA/ Ag/Si(1 1 1 ) V3 * V3 surface. Scan area: 250 nm * 250 nm, tunneling voltage U = 0.9 V, tunneling current 
/ = 70 pA. (b) Simultaneously recorded frequency shift at an oscillation amplitude of 2.8 A. The Ag/Si(1 1 1) V3 * V3 surface gives rise to a larger 
frequency shift than the PTCDA islands. 
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PTCDA island. Before and after the soft dipping process the 
area of contact was scanned to ensure that a PTCDA molecule 
was picked up with the tip apex. The force spectroscopy data 
presented in this paper are recorded on the double-layer 
PTCDA island displayed in Figure 2. The PTCDA molecules 
are arranged in a herringbone phase, as indicated by the 
drawing of the molecule. 




Figure 2: STM image of a double layer of PTCDA arranged in a 
herringbone phase. The structure is indicated by the schematic 
drawing of molecular lattice. Scan area: 9 nm * 9 nm; tunneling 
voltage U = 1 V; tunneling current / = 60 pA. 



In order to compensate the electrostatic long-range forces, 
frequency- shift versus bias-voltage curves were recorded on the 
PTCDA herringbone island, revealing a contact potential differ- 
ence of 0.1 V. By adjusting the bias voltage to this value the 
electrostatic long-range forces can be eliminated. The long- 
range van der Waals (vdW) interaction was determined by 
fitting the frequency-shift versus distance (df-z) data at large 
tip-sample separation by the function (2.8) given in [18]. The 
vdW fit was extrapolated and subtracted from the df-z curves, 
resulting in df-z curves determined by the pure short-range 
interaction (<#sr)- Figure 3a shows the short-range df^-z curve 
measured on the PTCDA herringbone island with an amplitude 
of 2.8 A. The black curve represents the approach of the tip 
towards the surface and the red curve the retraction. The df^-z 
curves reveal a hysteresis due to a change of the forces between 
the tip and sample. To ensure that the hysteresis loop was not 
induced by a permanent modification of the tip or sample, 
images of the surface were repeatedly taken before and after 
each measurement. Since the hysteresis was only observed after 
the tip had picked up a molecule we assume that it is induced by 
the PTCDA molecule on the tip apex. Most likely the molecule 
on the tip apex forms a bond with one or more molecules of the 
herringbone island when the tip comes very close to the surface. 
This bond is successively broken when the tip is retracted. 
The width of the hysteresis loop is about 3-4 A, hence larger 
than the oscillation amplitude of the tuning fork. The width 
corresponds to a geometric change in the tip-sample 
configuration, which is probably caused by the lifting of the 
molecule. A schematic representation of the process is 
displayed in Figure 4. 
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Figure 3: (a) Frequency-shift versus distance curve. The contribution from the long-range forces has been subtracted. The spectroscopy measure- 
ment was recorded with an oscillation amplitude of 2.8 A and a bias voltage of 0.1 V to eliminate the electrostatic interaction. The black curves repre- 
sent the approach of the tip to the surface, the red curves the retraction, (b) Simultaneously recorded tunneling current. 
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Figure 4: Scheme of the dissipation processes. The black arrows mark the different "snapshots" for the approach of the tip (upper part of the 
drawing), the red arrows for the retraction (lower part of the drawing). At points (c) and (f) the molecule at the tip abruptly flips to a new position 
thereby dissipating energy into short-lived vibronic excitations. This energy is given by the work done by the tip as can be seen from the hysteresis in 
the force distance curves. While the molecule is bridging the gap a second dissipation process occurs, which results in the damping of the oscillation 
of the tip. 



The simultaneously measured tunneling current is shown in 
Figure 3b. It was calculated from the recorded time-averaged 
tunneling data by using the script of J. E. Sader and Y. Sugi- 
moto [19]. Since it does not show a significant hysteresis, it 
may be concluded that the main contribution to the current does 
not flow through the molecule. Although there are minor kinks 
in the curve of the tunneling current when the tip approaches 
the surface, these cannot be uniquely attributed to bond forma- 
tion by the PTCDA molecule. When the tip was retracted from 
the surface a significant dip in the tunneling current was found. 
By comparison to other measurements this may be attributed to 
the molecule between the tip and the surface. 

A second dissipation process is observed through the damping 
of the oscillation of the tip. It occurs in every cycle of the oscil- 
lation, hence many thousands of times during the measurement 
of the force-distance curves. Figure 5a shows the dissipation 
signal CEdiss) f° r me approach (black dots) and the retraction 
(red dots) measured as the power needed to maintain a constant 
amplitude. As can be seen from the inset, the simultaneously 
measured oscillation amplitude varies by less than +/- 1%. 
During the approach of the tip this type of dissipation starts 
very close to the surface and becomes more prominent upon 



retraction, reaching a maximum value of 0.22 eV/cycle. It 
decreases with increasing distance and vanishes at a distance of 

0. 25 nm from the closest approach. Figure 5b displays the dissi- 
pation signal of the retraction together with the force-distance 
(F^r-z) spectrum calculated from the <i/sR~ z data of Figure 3a 
by using the script by J. E. Sader and S. P. Jarvis [20]. The 
damping of the oscillation is observed within the distance range 
that corresponds to the hysteresis in the force-distance curves, 

1. e., where the forces for approach and retraction of the tip are 
different. As sketched in Figure 4, it is rather intuitive that this 
dissipation is associated with the motion of the molecule 
between the tip and the sample. It is interesting to compare the 
energy for this process to the energy associated with the making 
and breaking of the bond between the PTCDA molecule and the 
surface, which is given by the area of the hysteresis loop [5,6]. 
The dissipated energy of this process was determined to be 
approximately 0.57 eV, which is of the order of the energy of a 
chemical bond. In [21] the value of about 1 eV is given for the 
lifting off of the PTCDA molecule completely from the surface. 
Hence, the observed energy fits well for breaking the bond of 
a molecule that is partially bound to the surface. It is about 
two times larger than the maximal energy dissipated by the 
molecule during the oscillation of the tip. 
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Figure 5: (a) Dissipation signal for approach (black dots) and retraction (red dots). The inset displays the simultaneously recorded oscillation ampli- 
tude. The maximum in the dissipation signal is found during the retraction, (b) Dissipation signal for the retraction together with the calculated 
force-distance curves. 



Figure 4 illustrates a model to explain the two dissipation 
processes during the approach and retraction of the tip. 
The black arrows (upper path of the drawing) represent 
the approach corresponding to the black curve in Figure 5b. 
The red arrows in the drawing indicate the retraction and 
correspond to the red curves in Figure 5b. The bond 
formation between the PTCDA molecule at the tip and the 
molecules of the surface occurs in Figure 4c. Once the 
molecule is situated between the tip and the surface the 
oscillation of the tip is damped. During further approach of the 
tip towards the surface this dissipation increases. During the 
retraction of the tip the dissipation reaches a maximum before 
the bond is finally broken at much larger distance (Figure 4f). 
At that point the damping of the oscillation vanishes and 
there is no significant difference in the forces between the 
forward and backward directions. In contrast to the breaking 
of the bond of an individual atom, the binding of the molecule 
to the surface results from the superposition of many 
contributions and this binding can be successively torn apart, 
which may explain why no abrupt change is observed in the 
force-distance curve. 

Conclusion 

We have resolved the hysteresis loop in force-spectroscopy 
measurements induced by the bond formation and breakage 
between a PTCDA molecule at the tip of an NC-AFM probe 
and PTCDA molecules of the sample surface. The dissipated 
energy of this process is given by the area of the hysteresis loop 
and was determined to be 0.57 eV. While the molecule is 
situated between the tip and the surface the oscillation of the tip 
of the NC-AFM is damped. The dissipation energy of this 
process is 0.22 eV/cycle at maximum. 



Experimental 

The experiments were performed at 77 K under ultrahigh 
vacuum (UHV) conditions. Measurements were performed 
using a home-built LT-TF-AFM [9], which is able to operate 
both as an STM and as an FM-AFM. The tuning fork is used in 
the qPlus configuration [22]. The oscillation amplitude of the 
tuning fork can be chosen in the subnanometer regime due to its 
large spring constant of about 9000 N/m, preventing a jump to 
contact. This offers the advantage that in this regime the 
measurements are more sensitive to short-range forces and 
dissipation processes. The resonance frequency and quality 
factor of the tuning fork at 77 K temperature and under UHV 
conditions are about 28 kHz and 10000, respectively. 

The tuning fork and tunneling signal are wired separately to 
avoid any crosstalk. Both signals are amplified by home-built 
current-to-voltage converters outside the vacuum system. For 
the detection and regulation of the tuning-fork oscillation a 
phase-locked-loop system supplied by Specs Zurich (Nanonis) 
is used. Scanning control and data acquisition are performed by 
the open-source software GXSM [23] combined with home- 
built electronics. For image processing the free software 
WSXM [24] is used. 

Sample preparation was performed as follows. Si(lll) was 
flash annealed at 1500 K by direct resistive heating. The sample 
was then cooled down slowly from 1200 K to 800 K to prepare 
the 7 x 7 reconstruction. Next, 1.0 ML of Ag was evaporated 
while the Si reconstruction was kept at 800 K. This results in a 
surface covered by the V3 x V3 reconstruction [25]. Finally, 
~0.3 ML PTCDA was deposited while the sample was at room 
temperature. 
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